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I.  Introduction 

The  electro-optic  Kerr  effect  is  used  routinely  in  a number  of 
laboratories  throughout  the  world  for  the  measurement  of  high  voltage 
pulses.  Almost  all  work  to  date  has  used  nitrobenzene  as  the 
birefringent  liquid.  The  primary  reasons  for  the  dominance  of  nitro- 
benzene are  that  this  fluid  exhibits  an  approximately  flat  frequency 
response  from  very  low  frequencies  to  about  10®  Hz,  and  it  has  a larger 
Kerr  coefficient  than  any  other  liquid  possessing  a suitable  frequency 
response.  There  are  a number  of  properties  of  nitrobenzene  that 
preclude  its  use  as  an  insulant  in  conventional  high  voltage  apparatus. 
Primary  among  these  is  the  fact  that  it  is  a good  solvent.  In  addition 
the  resistivity  of  nitrobenzene  is  reduced  by  orders  of  magnitude  by 
impurities.  For  these  reasons  when  it  is  used  for  voltage  measurement 
it  is  usually  sealed  in  a cell  constructed  of  glass,  or  other  material 
impervious  to  nitrobenzene,  and  the  cell  is  connected  to  the  high 
voltage  circuitry.  Measurement  of  the  phase  shift  between  two 
orthogonal  components  of  the  linearly  polarized  light  beam  incident 
upon  the  calibrated  cell  provides  the  information  necessary  to  measure 
the  pulse  shape  and/or  the  peak  value  of  the  applied  pulse.  This 
optical  coupling  between  the  high  voltage  and  detection  circuits  provides 
both  high  noise  immunity  and  can  prevent  the  transfer  of  any  high  voltage 
or  high  current  surges  between  the  pulse  generator  and  sensitive 
detection  circuitry. 

This  report  is  directed  toward  an  improvement  of  pulsed-voltage 
measurement  accuracy  through  a measurement  of  the  temperature  and 
wavelength  dependence  of  the  Kerr  coefficients  of  nitrobenzene  and 
water.  Accurate  values  for  magnitudes  of  these  coefficients  are 
significant  because  knowledge  of  the  cell  geometry  and  the  Kerr 
coefficient  of  the  birefringent  fluid  permits  measurement  of  voltage 
with  an  uncertainty  of  a few  percent.  This  is  useful  in  cases  in  which 
it  is  impractical  to  calibrate  the  Kerr  system  against  another  measuring 
device.  The  main  disadvantage  of  this  approach  has  been  the  large 
uncertainty  in  the  value  of  the  Kerr  coefficient.  For  example,  a large 
number  of  measurements  of  the  Kerr  coefficient  of  nitrobenzene  have  been 
made.  At  a given  temperature  and  wavelength,  these  values  differ  from 
the  average  by  z40".  For  water  only  one  careful  determination  of  the 
Kerr  coefficient  was  available  in  the  literature.  In  presenting  that 
work,  however,  the  authors  made  no  estimate  of  the  measurement  error. 

In  this  report  the  Kerr  coefficient  of  nitrobenzene  was  measured  with 
an  estimated  uncertainty  of  and  the  measurements  in  water  had  an 
uncertainty  of  ±8 %. 

The  measurement  of  the  temperature  dependence  of  the  Kerr  coefficient 
is  even  more  significant  for  accurate  voltage  measurement  because  the 
cell  calibration  is  temperature  dependent.  Calibration  of  a Kerr  cell 
for  high  voltage  measurement  consists  of  applying  a known  voltage, 
measuring  the  phase  shift  between  two  components  of  the  polarized  light 
beam,  and  calculating  the  voltage  necessary  to  cause  a phase  shift  of 
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tt  radians.  This  voltage  is  called  the  cell  constant  and  depends  only 
on  the  cell  geometry  and  the  Kerr  coefficient  of  the  birefringent 
fluid.  Accurate  measurements  of  the  temperature  dependence  of  the  Kerr 
coefficient  permit  correction  of  the  cell  calibration.  The  temperature 
dependence  of  the  Kerr  coefficients  of  both  water  and  nitrobenzene  are 
presented  in  this  report. 

The  experimental  approach  was  to  repeat  and  refine  the  measurements 
previously  made  of  the  Kerr  coefficient  of  nitrobenzene.  Measurements 
in  nitrobenzene  would  serve  to  calibrate  the  apparatus  used  for  the 
measurement  in  water.  Furthermore  this  redetermination  of  the  Kerr 
coefficient  of  nitrobenzene  would  identify  any  systematic  errors  which 
may  have  arisen.  Using  the  same  cells  used  in  the  nitrobenzene  study, 
the  ratio  of  the  Kerr  coefficient  of  water  to  the  Kerr  coefficient  of 
nitrobenzene  was  determined.  To  verify  the  accuracy  of  these  measure- 
ments, the  Kerr  coefficient  of  water  was  determined  independently  from 
measurements  of  phase  shift,  cell  geometry  and  voltage. 

A description  of  the  apparatus  used  in  the  course  of  these  measurements 
is  presented  in  Section  II.  The  various  techniques  used  in  voltage 
measurement  and  the  necessary  equations  for  data  reduction  and  error 
analysis  are  presented  in  Section  III.  Section  IV  presents,  the  results 
of  this  investigation  and  compares  them  to  those  obtained  by  other  workers. 
The  report  is  summarized  in  Section  V. 

II.  Apparatus 

The  purpose  of  this  section  is  to  provide  a detailed  report  of  the 
apparatus  and  measurement  techniques  used.  The  apparatus  is  shown 
schematically  in  Fig.  1.  The  high  voltage  pulse  generator  was  a Marx- 
type  generator,  i.e.,  capacitors  charged  in  parallel,  discharged  in 
series,  with  appropriate  wave  shaping  inductors  to  yield  an  approximately 
rectangular  pulse  with  rise  and  fall  times  of  approximately  1 ps  and  a 
duration  of  about  10  ps.  The  peak  output  voltage  was  approximately 
65  kV.  The  Kerr  cells  used  had  spacing  as  small  as  0.25  cm.  This 
resulted  in  the  ability  to  generate  field  strengths  of  order  250  kV/cm 
which  was  sufficient  to  cause  electrical  breakdown  in  the  cells  used. 

The  high  voltage  divider  was  a resistive  divider,  total  resistance 
nominally  500  Q.  In  addition  to  serving  as  a method  of  measuring  the 
maximum  pulse  voltage,  the  divider  is  used  to  define  the  burden  for  the 
pulse  generator.  It  should  be  noted,  however,  that  with  the  largest 
capacitance  water  cell  the  RC  time  constant  of  the  burden  approached  the 
designed  risetime  of  the  pulse  generator.  This  was  demonstrated 
experimentally  by  a lengthening  of  the  pulse  rise  and  fall  times  to  about 
2 ps.  Conventional  practice  is  to  insure  accurate  pulse  voltage  measure- 
ment by  using  both  a calibrated  Kerr  cell  and  the  pulse  divider  to 
measure  the  voltage  pulse.  For  most  of  the  data  presented  in  this 
report  this  practice  was  followed.  In  cases  when  measurements  using 
both  devices  were  obviously  superfluous,  e.g.,  when  a large  number  of 
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i’  i g • 1 Schematic  diagram  of  L he  apparatus  used  in  the  determination  of  the  Kerr  coefficients 
of  water  and  nitrobenzene. 


observations  were  made  using  exactly  the  same  set-up,  only  the  divider 
measurement  was  recorded.  In  these  cases  the  divider  performance  was 
verified  before  each  series  of  data  runs. 

The  light  sources  used  for  this  study  were  a HeNe  laser  (632.8  nm)  and  an 
argon  laser.  A wavelength  selector  at  the  output  of  the  argon  laser 
permitted  measurements  at  514.5,  496.5,  488.0  and  476.5  nm. 

Four  different  Kerr  cells  were  used  during  the  course  of  this  study. 

These  are  shown  in  Fig.  2-4.  Two  of  the  cells,  which  have  been  discussed 
previously,  were  constructed  to  be,  except  for  the  length  of  the  plates, 
geometrically  identical.  The  plates  in  each  cell  were  made  of  stainless 
steel,  were  electro-polished  after  cell  construction,  and  were  4 cm  wide 
and  spaced  0.5  cm  apart.  The  length  of  the  plates  in  one  cell  was  12  cm, 
while  the  other  had  plates  that  were  24  cm  long. 

The  third  cell,  also  previously  discussed,  was  designed  so  that  the 
birefringent  liquid  was  confined  to  a central  volume  well  removed  from 
electrode  edges.  In  this  cell,  the  liquid  volume  had  dimensions: 
width  1 cm,  thickness  1 cm,  length  4 cm.  The  electrodes  were  stainless 
steel  with  dimensions:  width  5 cm,  length  14  cm  and  thickness  0.75  cm. 

The  fourth  cell,  which  was  used  only  for  measurements  in  water,  was 
specially  constructed  for  this  investigation.  While  the  other  cells 
were  constructed  of  glass,  this  was  made  from  polymethylmethacrylate.  In 
order  to  provide  an  acceptable  light  path  circular  (diameter  = 5.5  cm) 
holes  were  cut  in  the  end  faces  of  the  plastic  box.  Strain-free  glass 
was  then  cemented  over  these  holes.  Tne  spacing  between  the  aluminum 
electrodes  (4  cm  wide,  30  cm  long)  was  adjustable  between  0.25  and  1 cm. 
The  top  plate  of  the  cell  was  removable,  Wien  the  cell  was  in  use,  it 
was  filled  so  that  the  birefringent  liquid  covered  the  entire  upper 
electrode.  The  upper  electrode  then  served  as  the  grounded  electrode, 
and  the  high  voltage  pulse  was  applied  to  the  lower  electrode.  The  air 
space  between  the  top  of  the  liquid  and  the  cover  of  the  box  served  as 
a compressable  volume  so  that  the  shock  wave  caused  by  electrical 
breakdown  would  not  rupture  the  glass  end  plates.  During  the  course  of 
these  investigations,  a large  number  of  electrical  breakdowns  occurred. 

In  no  case  was  the  cell  damaged. 

During  most  of  this  study,  a photomultiplier  tube  (1P21)  was  used  to 
detect  the  modulated  light  beam.  The  output  from  the  photomultiplier 
was  displayed  on  a conventional  oscilloscope  and  the  data  was  recorded 
by  photographing  the  oscilloscope  trace  whose  sweep  was  synchronized 
with  the  high  voltage  pulse. 

The  temperature  of  the  cell  was  controlled  through  a control  of  the 
temperature  of  the  oil  bath  in  which  the  cell  was  immersed.  The  heating- 
cooling unit  was  a commercially-available  thermostated  unit.  The 
temperature  range  covered  was  from  280  K to  322  K.  Upon  changing  the 
selected  temperature,  the  system  was  given  about  three  hours  to  stabilize. 
For  the  temperature  increments  used,  no  change  in  the  cell  temperature  as 
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large  as  0.1  K was  detected  after  a stabilization  time  of  about  1.5  hrs. 
A very  limited  amount  of  work  was  performed  using  the  plastic  cell  at 
various  temperatures.  In  this  case  the  temperature  of  the  liquid  was 
controlled  by  passing  heated  or  cooled  transformer  oil  through  a loop 
of  copper  tubing  on  the  back  side  of  the  grounded  electrode. 


III.  Experimental  Approach 

A)  Identification  of  Sources  of  Error 


The  Kerr  coefficient  of  a substance,  B,  can  be  defined  by  the 
relationship 

,2 


XBE 


(1) 


where  n 


ll(i) 


nll  " ^ 

is  the  index  of  refraction  for  light  polarized  parallel 


(perpendicular)  to  the  direction  of  the  applied  field  E and  X is  the 
wavelength  of  the  monochromatic  light  traversing  the  Kerr  cell.  Eq.  (1) 
can  be  solved  for  the  phase  shift, 9,  between  the  components  of  the  light 
beam  polarized  parallel  to  and  perpendicular  to  the  direction  of  the 
applied  field: 
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9 = 2tt  f BE2  d l 
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In  Eq.  (2),  I,  is  the  length  of  the  optical  path  through  the  applied 
field.  Making  the  usual  assumptions  , Eq.  2 can  be  rewritten 


9 = 2n  BV2£'d"2 


(3) 


where  is  an  effective  length  which  includes  the  effects  of  fringing 
fields  at  the  edges  of  the  plates,  V is  the  applied  voltage  and  d is  the 
plate  spacing.  From  (3), 


B = 9d2/2r  t 1 V2  . (4) 

Eq.  4 can  be  used  to  provide  an  estimate  of  the  measurement  uncertainty. 
Assuming  all  uncertainties  are  small, 


^ = + ^+  All+24d  AV 
B-~9~  r d V 
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The  measurement  uncertainty  of  the  pulsed  high  voltage  is  ±1%  of  the 
peak  value,  so 
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The  plate  spacing  can  be  controlled  and  measured  only  to  within  0.01  cm, 
so 


2f^ 


0.03 


With  the  cells  used,  the  total  contribution  of  the  uncertainty  of  length 
measurements  is  less  than  1%  even  if  the  effects  of  fringing  fields  are 
included" ’ , so 

1' 
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The  uncertainty  “^7  is  somewhat  more  difficult  to  express  because  the 

phase  shift  is  not  directly  measured.  The  experiment  is  arranged  in 
such  a way  that  light  polarized  at  an  angle  of  45°  to  the  direction  of 
the  applied  field  passes  through  the  Kerr  cell  and  then  impinges  upon 
an  analyzer  oriented  perpendicular  to  the  direction  of  the  polarization. 
Under  these  conditions,  the  transmittance  through  the  optical  system  is 
described  by  the  relationship  ,:> 
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I/I  = sin"  -9/2. 


(6) 


w .ere  I is  the  instantaneous  value  of  the  transmitted  light  and  I 


denotes  the  maximum  amount  of  transmitted  light, 
yield 


Eq.  6 can  be  solved  to 


cos" 1 { (-l)n  (1-2 -I/I  ± : I/I  ")}  - cos'1I(-l)r‘(l-2  II  )[ 
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In  Eq.  7,  n is  an  integer  defined  by  the  relationship: 


— = n + 


where  a is  the  appropriate  positive  number  between  0 and  1.  The  method 
of  determining  the  vaiue^of  n from  the  Kerr  system  response  was  discussed 
in  previous  publications"’  . In  order  to  clarify  the  relationship 
between  the  uncertainty  in  the  relative  transmittance  and  the  uncertainty 
in  the  phase  shift,  approximate  values  calculated  from  Eq.  7 are  presented 
in  Table  1.  In  the  preparation  of  this  table  it  was  assumed  that 
_y(l/l  ) = 0.1.  The  values  for  _9/9  are  not  symmetrical  about  - for  a 
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symmetrical  choice  of 
listed  in  Table  1 are 
of  measurement  uncertainty  with  increasing  phase  shift 


For  this  reason  the  values 


(l/l_^),  i.e.,  rO.l. 
listed  in  Table  1 are  approximate  and  only  intended  to  indicate  the  trend 


o 


is  tabulated  as  a 


Table  1.  The  approximate  measurement  uncertainty , 
function  of  the  magnitude  of  the  total  phase  shift.  The  phase  shift  is 

presented  in  terms  of  n + (I/I  ) because  this  is  the  quantity  obtained 

m 

from  the  measurement. 


Phase  Shift 

'n  + (I/I  )]  £9/9  (%) 

in 


0.3 

18 

0.6 

11 

0.9 

19 

1.2 

4.8 

1.5 

4.3 

1.8 

6.3 

2.1 

6.7 

2.4 

2.7 

2.7 

2.7 

3.0 

13 

3.3 

1.9 

3.6 

1.9 

3.9 

4.6 

4.2 

1.9 

4.5 

1.4 

4.8 

1.7 

5.1 

2.5 

5.4. 

1.2 

5.7 

1.3 

6.0 

12 

6.3 

1.1 

6.6 

1.0 

6.9 

2.1 

For  measurements  in  nitrobenzene  n >>  6,  so  the  error  due  to  — 9 /? 
was  negligible  compared  to  other  errors  in  the  system.  Most  of  the  water 
data  were  taken  with  in  + (I/I  )j  = 2.2  - 2.8.  The  estimated  uncertainty 
is  then  ±2%  as  0.1  would  be  an  upper  limit  to  the  uncertainty  in  I/I 

m 

in  these  experiments.  This  analysis  leads  to  an  uncertainty  of  ~6%  for 
nitrobenzene  and  ±8%  for  water. 

In  Eq.  5,  the  sources  of  error  were  identified  and  their  relative 
magnitudes  have  been  estimated.  lo  minimize  the  error  a number  of  cells 
were  specially  constructed  and  a variety  of  measurement  techniques  were 
developed.  Consistency  between  these  approaches  lends  credibility  to 
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the  results.  The  three  measurement  techniques  used  can  conveniently  be 
labeled  "End-Field  Free"  Cell  Technique,  Two  Cell  Technique  and  Single 
Cell  Technique. 


B)  "End-field  free"  Cell  Technique. 

The  "end-field  free"  cell,  Fig.  3,  used  to  make  Kerr  coefficient 
measurements  is  designed  specifically  so  that  the  applied  electric  field 
is  uniform  over  the  liquid-filled  segment  of  the  light  path,  i.e.,  so 
that  the  edge  field  distortions  are  exterior  to  the  portion  of  the  light 
path  through  the  liquid.  The  cell  was  constructed  with  two  parallel 
plate  electrodes  overlapping  a four-sided,  rectangular,  glass  chamber 
used  to  confine  the  nitrobenzene.  The  surfaces  of  the  glass  chamber 
and  electrodes  were  ground  optically  flat  so  as  to  allow  glass-to-metal 
sealing  and  the  glass  chamber  was  designed  to  provide  a liquid  volume 
of  1 cm  x 1 cm  x 4 cm. 

For  a light  path  centrally  located  in  the  glass  chamber  and  parallel 
to  the  length  of  the  electrodes  the  total  phase  retardation  » is  given 
by 

2-B/V^  , „ 


where  l is  the  interior  length  of  the  glass  chamber  (the  length  of  the 
nitrobenzene  portion  of  the  light  path)  and  cfmech  is  the  phase  retardation 
resulting  from  mechanical  strain  present  in  the  glass  windows  at  the. ends 
of  the  chamber.  During  construction  of  more  convert ional  Kerr  cells 
the  cell  is  annealed  to  reduce  ^ t0  a negligible  quantity.  In  this 

case,  however,  the  glass  is  subjected  to  mechanical  stress  so  ~recu  = 

The  approach  taken  was  then  to  assume  that  'r  ecjj  was  independent  oi  the 
applied  voltage.  The  strain-optic  coefficients  of  the  glass  that  was  used 
are  not  well  enough  known  to  predict  the  magnitude  of  the  voltage 
dependent  phase  shift.  An  order  of  magnitude  estimate  can  be  obtained, 
however,  using  published  typical  values^.  With  the  geometry  of  the  cell 
used,  ^t  would  require  a force  in  excess  of  100  N to  cause  a phase  shift 
of  10""  tt.  With  the  field  strength  used  during  this  investigation,  the 
net  attractive  force  should  not  exceed  15  N. 


So  under  the  assumption  that  ^ ^ is  a constant,  the  electrc-optic 

coefficient  can  be  determined  from  two  separate  experiments  which 

measure  the  phase  retardations  tc  and  y?  at  two  different  applied 

voltages  and  V0,  respectively.  Using  this  information,  both  B and 

r . can  be  calculated  from  Eq.  7: 
mech 


(c^-C^d- 

2 5— 

2-1  (V  ‘-v/) 


and 


_ V1  VV2  *1 

'mech  = 2 2 

1 2 


The  total  uncertainty  in  B depends  on  the  uncertainties  in  measuring  the 
phase  retardation,  applied  voltages  and  the  geometry  parameter  d“~  1 1 . 

C)  Two  Cell  Technique 


This  technique  utilizes  the  two  Kerr  cells  of  conventional  design 
shown  in  Fig.  2.  For  a centrally  located  light  path  between  the 
electrodes  in  each  cell  the  applied  electric  field  will  vary  along  the 
length  of  the  light  path  due  to  the  fringing  fields  at  the  ends  of  the 
electrodes.  Each. cell  is  constructed  to  be  identical  with  the  other 
except  for  the  length  of  the  electrodes  where  the  respective  lengths  for 
cell  A and  cell  B are  24  cm  and  12  cm. 

From  Eq.  3,  the  phase  retardation  for  each  cell  can  be  written 


cp,  = 2-B  (~ ) 

A dA 


=B  = 2"B  ‘'b 


The  cells  are  constructed  so  that  d,  = d_  and  it  is  assumed  that 

A D 


* A ' XA 


where  d.1  is  the  correction  that  must  be  added  to  the  geometric  length 
of  the  plates  to  obtain  the  effective  length.  The  basis  for  the 
assumption  that^-Jt  is  independent  of  the  plate  length  is  the  theoretical 
work  of  Lemoine' , Chaumont  , and  most  recently  by  Thacher  . In  Thacher's 
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work  he  derived  expressions  for 


, L _ 

r*  2 

< 2E  > = E di  . 
0 


(14) 


This  is  related  to  our  l'  through  the  equation 


2 2 2 

2'  = < IE > d /V 


(15) 


For  Rogowski  profile  electrodes  and  a central  light  path,  he  derives 


l ' = l + d/~ 


(16) 


which  is  of  the  form  of  Eqs.  12  and  13.  For  electrodes  which  do  not 
conform  to  Rogowski  profile  and  for  non-central  paths  the  correction 
term  is  more  complex,  but  is  still  independent  of  path  length. 

Using  Eqs.  12  and  13  and  assuming  d^  = d^  = d,  Eqs.  10  and  11  can  be 
solved  to  yield 


3 


2 

2-rV 


V ZB 


(17) 


D)  Single  Cell  Technique 

To  clarify  the  motivation  for  this  approach,  Eq.  3 can  be  rewritten 


= -\^/V2 


where 


(18) 


A physical  significance  of  V is  that  it  is  the  lowest  voltage 
necessary  to  produce  a transmittance  maximum  through  the  system.  If 
two  different  liquids  are  used  in  the  same  cell,  the  following 
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relationship  is  valid 


V 1 Bo 

(—)  = -2. 

V Bi  ’ 


where  the  subscripts  1 and  2 refer  to  the  two  liquids. 

This  approach  is  convenient  in  that  years  of  development  have 

demonstrated  that  V for  a given  cell  can  be  determined  with  an 
in  9 

uncertainty  no  larger  than  ±1%.  If  the  Kerr  constant  of  one  substance 
is  known,  then  the  measurement  of  the  cell  constants  of  the  same  cell 
containing  first  the  known  liquid  then  the  unknown  liquid  provides  a 
measure  of  the  Kerr  constant  without  the  associated  problems  of 
geometrical  measurement.  This  approach  was  used  to  determine  the  ratio 
of  the  Kerr  coefficient  of  water  to  the  Kerr  coefficient  of  nitrobenzene. 
The  final,  and  historically  most  common,  method  to  determine  B using  a 
single  cell  is  to  measure  the  geometry  of  the  cell,  the  applied  voltage 
and  the  phase  shift  and  use  Eq.  3, 


9 = 2-3i'V2/d2  , 


to  calculate  B.  This  approach  was  used  but  in  a slightly  modified  form 
to  conform  with  established  practice  in  the  authors'  laboratory.  Using 
Eqs.  3,  6,  and  13,  one  obtains 

I/I  = sin2  L (~/2)  (V/V  )‘t1  . 

m m 

Then  I/I  and  V are  measured  and  V is  calculated.  Rewriting  Eq.  18, 
m m 


3 = 0 . | (,.  ) > 


is  obtained.  So  from  V , which  contains  the  measurement  of  '■?  and  V, 


and  the  cell  geometry,  B is  calculated. 


IV  Results 


A)  Magnitude  of  the  Kerr  Coefficient  of  Water  and  Nitrobenzene 


A flow  chart  showing  the  measurement  strategy  and  the  inter- 
relationships between  the  various  experimental  techniques  is  shewn  in 
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Fig.  5.  This  section  describes  the  results  obtained  in  each  of  the 
diagramed  measurements. 


Using  the  "end-field-free"  cell,  the  Kerr  electro-optic  coefficient,  B, 
was  measured  at  a number  of  different  wavelengths.  Values  B of  nitro- 
benzene were  determined  from  a series  of  at  least  ten  experiments  at 
each  specified  wavelength.  Within  each  set  of  measurements  no 
determination  of  B differed  from  the  average  by  more  than  3%.  The 
measurement  technique  consisted  of  recording  the  phase  shift  and  the 
applied  voltage  at  two  different  voltage  levels.  Using  these  values  in 
combination  with  the  cell  geometry  allows  Eqs.  8 and  9 to  be  solved  for 

the  Kerr  coefficient  B and  for  y , . The  results  are  summarized  in 
m -i  _ o niech 


Table  2.  The  electro-optic  Kerr  coefficient  of  nitrobenzene  as  measured 
using  the  "End-Field  Free"  Technique  at  296  K. 


Wavelength  (nm) 

B(m/V2) 

~nech 

632.8 

3.17 

X 

io'12 

-0.46 

514.5 

4.  22 

X 

lO’12 

-0.  56 

496.5 

4.43 

X 

10'12 

-0.68 

488.0 

4.59 

X 

io'12 

-0.58 

476.5 

4.  70 

X 

io-12 

-0.  27 

i 

I f 

V" . ! 

l*  A 


The  results  in  Table  2 need  two  points  of  additional  clarification. 

First,  data  were  taken  at  nominal  voltage  levels  of  60,  80,  and  100  kV. 
Three  sets  of  voltage  pairs  were  then  used  at  each  wavelength  to 
compute  B according  to  Eq.  8.  No  determination  differed  from  the  average 
by  more  than  1.5%  and  no  evidence  of  a voltage  dependence  of  B could  be 
identified.  This  observation  is  significant,  not  because  the  Kerr 
coefficient  of  nitrobenzene  is  expected  to  have  a measurable  voltage 
coefficient  at  these  field  strengths,  but  because  Eq.  8 was  derived 
assuming  ct:raech  was  voltage  independent  to  within  the  precision  of  this 
experiment.  It  therefore  seems  reasonable  that  r is  primarily  due  to 

residual  strain  left  in  the  glass  during  fabrication  of  the  cell.  The 
variation  in  V . would  then  be  due  small  variations  in  the  optical  path 
through  the  ce???11  An  additional  source  of  evidence  supporting  this 
interpretation  is  that  expanded  beam  observations  did  show  existence  of 
strain  birefringence  and  that  the  magnitude  of  this  birefringence  is 
indeed  a function  of  position. 
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Flow  chart  for  the  various  measurements  made  of  the  Kerr 
coefficients  of  water  and  nitrobenzene.  B’  denotes  the  Kerr 
coefficient  of  Halowax  Oil.  This  fluid  was  used  to  transfer 
measurements  between  two  different  cells. 


Because  the  errors  associated  with  cell  geometry  could  lead  to  a 
systematic  error  in  the  results,  it  was  decided  to  repeat  the  measurements 
using  the  two-cell  technique.  Using  this  technique,  applying  the  same 
voltage  pulse  to  both  cells,  and  calculating  B according  to  Eq.  17  led 
to  a value  B » 3.24  x 10  mV  at  296  K and  a wavelength  of  632.8  run. 

The  two  methods  therefore  agree  to  about  2 % which  is  well  within  the 
predicted  measurement  uncertainty. 

The  cells  that  were  used  in  the  two  cell  technique  were  then  used  to 
determine  the  ratio  of  the  Kerr  constant  of  water  to  the  Kerr  constant  of 
nitrobenzene.  The  measurement  involved  determining  the  cell  constant 
of  the  cell  with  longer  electrodes  when  it  was  filled  with  nitrobenzene 
and  when  it  was  filled  with  water.  Using  Eq.  19,  it  was  determined  that 


-2 


B(H20)/B(C6H  NO,)  = 1.058  x 10  , at  295.6  K. 


As  a further  check,  it  was  decided  to  perform  measurements  of  the  Kerr 
coefficient  of  water  using  a plastic  cell  with  electrodes  having 
approximately  a Rogowski  profile.  This  would  yield  two  different 
determinations  of  the  Kerr  constant.  One  would  be  simply  from  measure- 
ments of  the  phase  shift  and  geometry  and  the  other  would  utilize  the 
single  cell  technique.  Unfortunately  nitrobenzene  could  not  be  used 
in  the  plastic  cell  because  nitrobenzene,  a good  solvent,  would 
destroy  the  cell's  structural  integrity.  A less  direct  procedure  was 
then  used.  First,  a glass  cell  was  filled  with  nitrobenzene  and  its  cell 
constant  was  measured.  The  cell  was  then  filled  with  Halowax  Oil, 
a commercial  blend  of  chlorinated  naphalenes,  and  its  cell  constant 
determined.  From  these  observations,  the  following  ratio  was  obtained 
at  295.6  K, 


B'/B(C,H-N0o)  = 4.209  x 

O D 1 


10 


where  B'  represents  the  Kerr  coefficient  of  the  Halowax  Oil.  How 
Halowax  Oil  and  water  could  be  used  in  the  plastic  cell  to  determine 
the  ratio  of  their  cell  constants.  The  procedure  used  in  this  case  was 
first  to  fill  the  cell  with  water  (water  used  was  the  house  distilled 
water),  seal  the  cell,  and  determine  its  cell  constant.  Through  a small 
hole  in  the  top  of  the  cell,  the  water  was  then  pumped  out,  the  cell  was 
dried  and  filled  with  Halowax  Oil.  This  procedure  was  adapted  to  insure 
that  the  plate  spacing  remained  unchanged  during  the  refilling  process. 

Using  this  technique,  the  following  ratio  was  obtained  at  295.6  K, 


B(H»0)/B*  = 0.2499. 


So , 
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B(H20)/B(C6H5N02)  = 1.052  x 10“ 


at  295.6  K. 


It  should  be  noted  that  the  two  single  cell  techniques  yield  results 
that  differ  by  less  than  0.6%.  From  the  temperature  data  presented 
in  Table  3 . the  Kerr  constant  of  nitrobenzene  at  295.6  K is 
3.26  x 10"1  m/V  . The  two  corresponding  values  of  B(H20)  are 


B(H20)  =»  3.45  x 10-14  ra/V2 


B (Ho0)  = 3.43  x 10“14  m/V2 


From  the  cell  constant  and  the  geometry  of  the  plastic  cell  an 
additional  value  of  the  Kerr  coefficient  of  water  can  be  derived. 


Recall  from  Eq.  16  that 


1+^ 

7T 


Inserting  this  into  Eq.  20,  yields 


B - 1 

2(1  + d/~)  ('V  ’ 

m 

In  this  case  i = 0.2998  m,  d = 6.32  x 10  2 m and  V = 44,010  V.  So, 

m 

B = 3.42  x 10“14  m/V2 

The  close  agreement  among  these  three  values  is  thought  to  be 
serendipity,  because,  as  was  discussed  in  connection  with  Eq.  5,  the 
estimated  uncertainty  in  these  measurements  is  ±8%. 


in  additional  source  of  error  was  identified  during  the  course  of  these 
investigations.  Under  microsecond  duration  pulses  the  water  was 
occasionally  in  sufficiently  turbulent  motion  as  to  modulate  1^,  the 
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maximoa  transmitted  itradiance.  This  is  in  narked  contrast  to 
experience  by  the  authors  with  nitrobenzene  and  a-dichloronaphalene  in 
which  no  turbulence  is  detected  under  high  voltage  pulses  of  this 
duration. 

In  order  to  put  this  anomalous  behavior  into  perspective,  Schlieren 
studies  have  determined  that  if  nitrobenzene  is  subjected  to  a step 
voltage  pulse,  it  takes  a few  milliseconds  foj^turbulence  to  become 
established.  In  addition  theoretical  studies1  of  unipolar  injection 
predict  an  approximately  equal  time  interval  for  the  initial  injected 
charge  to  traverse  the  gap  from  the  injecting  electrode  to  the  collecting 
electrode.  The  agreement  between  these  two  studies  is  to  be  expected  if 
the  motion  of  charge  through  the  fluid  is  the  cause  of  turbulence. 

One  can  assume  in  water,  as  in  other  polar  fluids,  that  the  primary 
source  of  carriers  at  these  field  strengths  is  unipolar  injection. 

This  would,  however,  require  that  the  mobility  of  the  carriers  be  three 
orders  of  magnitude  larger  than  the  mobility  in  other  polar  fluids.  This 
possibility  cannot  be  ruled  out  without  more  detailed  knowledge  of  the 
nature  of  the  charge  carriers  in  the  two  cases. 

Another  possibility  is  that  the  source  of  carriers  is  not  injection  but 
volume  dissociation  in  the  water.  Previous  work  “ has  indicated  that 
about  one  in  10y  of  the  water  molecules  will  be  dissociated  into  ionic 
carriers.  It  is  therefore  possible  that  the  turbulence,  rather  than 
propagating  from  one  electrode  to  the  other,  is  formed  at  approximately 
the  same  time  throughout  the  liquid. 

A more  detailed  investigation  of  the  conduction  mechanisms  in  water  is 
beyond  the  scope  of  this  work,  but  is  an  area  for  further  investigation. 
For  completeness,  it  should  be  noted  that  the  water  used  in  this  study 
had  a typical  resistivity  of  10°  H «cm. 

Previous  results^  have  indicated  that  accurate  Kerr  measurements  can 
be  made  even  in  the  presence  of  turbulent  motion.  This  was  true  because 
in  that  case  the  ratio  of  the  amount  of  scattered  light  to  the  amount  of 
transmitted  light  was  undetectably  small  with  the  apparatus  used.  A 
second  effect  occurs,  however,  when  the  scale  of  turbulent  motion  is  of 
order  the  size  of  the  light  bean.  In  this  situation  the  fluid  motion 
causes  density  gradients  in  the  fluid.  The  density  gradients  lead  to  a 
change  in  the  index  of  refraction  which  serve  to  deflect  the  light  beam. 
As  a consequence,  the  light  bean  "wanders"  across  the  photo-sensitive 
surface  of  the  detector.  Because  of  spatial  variations  in  quantum 
efficiency  of  the  detectors  used  and/or  because  of  the  fact  that  a 
portion  of  the  light  bean  may  miss  the  photosensitive  surface  altogether, 
the  photocurrent  is  amplitude  modulated.  This  leads  to  an  envelope  on 
the  Kerr  response  and  was  first  detected  in  this  study  as  an  apparent 
voltage  dependence  of  the  cell  constant.  In  this  study  the  effects  of 
fluid  motion  were  minimized  in  three  ways.  First  the  distance  between 
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the  photodetector  and  the  Kerr  cell  was  kept  as  short  as  possible.  The 
other  two  approaches  exploited  the  fact  that  this  larger  scale  turbulence 
was  apparently  modified  by  the  geometry  of  the  cell.  In  the  glass  cell 
there  was  no  detectable  amplitude  modulation  during  the  first  6 us  of  the 
applied  voltage  pulse.  Kerr  constant  measurements  were  then  taken  only 
during  this  relatively  quiescent  period.  In  the  plastic  cell  the  time 
interval  between  the  rise  of  the  voltage  pulse  and  the  onset  of  amplitude 
modulation  could  be  varied  by  varying  the  water  level  in  the  cell.  By 
a judicious  choice  of  water  level  no  amplitude  modulation  occurred  during 
the  entire  10  ps  voltage  pulse. 

A final  word  of  caution  is  in  order  concerning  the  electric  field 
dependence  of  the  Kerr  coefficient  of  water.  There  is  some  evidence 
that  the  dielectric  constant  of  water  is  0.7%  lower  when  measured  at  a 
field  strength  of  250  kV/cm  than  when  measured  in  weak  fields.  The 
uncertainty  in  the  present  work  precluded  the  observation  of  any 
corresponding  saturation  effect,  but  the  possibility  of  saturation 
cannot  be  ignored  if  the  present  work  serves  as  the  basis  of  measurement 
of  voltage  at  significantly  higher  field  strengths. 

B)  Temperature  Dependence  of  the  Kerr  Coefficients 

14  15 

Experimental  evidence  and  theoretical  investigations  , which 

assume  that  the  structure  of  the  liquid  molecules  and  their  interactions 
are  independent  of  temperature  and  applied  fields,  predict  the  following 
temperature  dependence  for  the  electro-optic  Kerr  coefficient 


b(t)  = aQ  + (ax/T)  + (a2/T  ) 


where  the  a's  are  constants. 

This  expression  has  been  sufficient  to  describe  the  behavior  of  the 
Kerr  coefficient  of  nitrobenzene.  Recent  observations  of  the  Kerr  effect 
in  water^°»^  , however,  indicate  an  inflection  point  for  the  temperature 
dependence  of  B at  308  K.  Those  authors  suggest  that  in  water 


B(T)  = + 5l/T  + 6 2 / T2  + ‘3/T3 


may  be  a more  accurate  functional  form  for  the  Kerr  coefficient.  The 
values  of  the  electro-optic  coefficient  measured  at  selected  temperatures 
are  fitted  by  the  method  of  least  squares  using  Eq.  21  for  nitrobenzene 
and  Eq.  22  for  water.  The  a's  and  : 's  are  determined  by  this  fitting 
procedure.  The  functional  form  of  the  temperature  dependence  for  both 
fits  are  normalized  by  taking  the  ratio  of  B(T)  to  the  value  predicted 
by  the  fit  at  298  K. 
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For  the  first  observation  of  the  temperature  dependence  in  nitrobenzene, 
the  two  cell  technique  was  used  over  a temperature  range  from  296  K to 
305  K.  The  measurement  procedure  was  to  heat  the  cells  to  approximately 
310  K and  then  allow  them  to  cool  to  room  temperature.  Measurements 
of  the  electro-optic  coefficient  were  made  after  every  1 K drop  in 
temperature  as  the  cooling  rate  was  approximately  linear  with  a slope 
of  about  2 K/h.  The  fit  to  these  measured  values  of  3,  when  extrapolated 
beyond  the  temperature  range  of  the  measurements,  indicated  a minimum  in 
the  Kerr  electro-optic  coefficient  at  350  K. 

To  verify  that  the  minimum  was  only  a result  of  the  extrapola tion  and 
as  an  additional  check  on  the  original  data,  the  experiment  was  repeated 
several  months  later  using  the  single  cell  technique.  In  this  case 
measurements  were  made  at  selected  temperatures  between  280  K and  315  K. 
Over  a common  temperature  range  the  measurements  agreed  to  within  ±1%. 

In  addition,  over  the  common  temperature  range  between  these  measurements 
and  those  of  Gabler  and  Sokab^,  there  was  agreement  of  order  ±2%.  These 
results  are  plotted  in  Fig.  6.  It  should  also  be  noted  that  with  this 
extension  of  the  measurements  to  a higher  temperature,  the  minimum  value 
of  Eq.  21  is  shifted  to  a higher  temperature.  This  implies  that  Eq.  21 
is  an  accurate  description  of  the  temperature  dependence  of  nitrobenzene 
over  the  range  the  model  is  intended  to  be  applied. 

If  the  normalized  temperature  dependence  is  fitted  to  an  equation  of  the 
form 


B/B(298  K)  = Aq  + (A,/T)  + (A,/T2), 


the  following  are  the  values  for  the  constants 


A = 3.085 
A = -5.450  x 103  K 
A = 9.954  x 105  K2 


These  constants  are  intended  to  serve  only  as  guide  for  the 
interpolation  between  the  data  points  given.  Experimental  values  for 
3 at  selected  temperatures,  and  at  a wavelength  of  632.8  nm  are 
presented  in  Table  3.  At  least  5 determinations  of  3 were  made  at  eac: 
temperature;  each  value  of  3 differed  by  no  more  than  0.6',  from  its 
average  value. 


B|T)/B(2‘J8  K) 


Table  3.  The  Kerr  coefficient  of  nitrobenzene  at  selected  temperatures. 

# 


B(m/V“) 

T(K) 

3.89 

X 

10-12 

236 

3.47 

X 

io“12 

294 

3.39 

X 

10-12 

295 

3.22 

X 

10-12 

299 

3.04 

X 

10-12 

304 

2.86 

X 

10-12 

308 

2.61 

X 

-12 

10 

314 

Using  the  single  cell  technique  (glass  cell)  the  Kerr  electro-optic 
coefficient  of  water  was  also  determined  for  selected  temperatures 
between  280  K and  315  K at  a wavelength  of  632.8  nm.  The  mean  values 
of  B determined  from  a series  of  at  least  5 experiments  are  compared 
in  Table  4 at  each  specified  temperature.  The  values  of  B determined 
in  each  series  of  experiments  did  not  vary  by  more  than  1.3%  of  the 
mean  value. 


Table  4.  The  Kerr  coefficient  of  water  at  selected  temperatures. 


B(m/V2)  T(K) 


3.56 

X 

10-14 

280 

3.70 

X 

10-14 

286 

3 . 64 

X 

10"14 

288 

3.45 

X 

10-14 

296 

-14 

3.21 

X 

10 

305 

3.05 

X 

10-14 

313 

3.03 

X 

10-14 

314 

2.95 

X 

10-14 

322 

23 


Again  if  the  normalized  temperature  dependence  is  fitted  to  an  equation 
of  the  form 


B/B  (298  K)  = DQ  + (D^T)  + (D^/T2)  + (D3/T3), 


the  values  for  the  coefficients  are 


D-  = 255.46 
D1  = -2.322  x 103  K 
D?  - 7.038  x 107  K2 
D3  = -7.087  x 109  K3 


as  was  the  case  for  the  fit  to  the  nitrobenzene  data,  these  coefficients 
are  intended  only  to  aid  interpolating  between  experimental  values. 

In  Fig.,£,  these  data  are  compared  with  the  recent  experimental  data 
of  Cheni  . An  analysis  of  the  difference  between  these  results  is 
presented  following  the  discussion  of  the  wavelength  dependence  of  the 
Kerr  coefficient  of  water. 


The  temperature  dependence  data  were  taken  using  the  glass  cell  because 
for. glass  and  metal  the  coefficient  of  linear  expansion  is  of  order 
10  3 /K.  The  change  in  cell  dimensions  with  temperature  should,  there- 
fore, be  negligible.  To  verify  the  accuracy  of  the  values  found  for 
the  temperature  dependence,  however,  measurements  were  made  in  the 
plastic  cell  at  288,  295.5  and  304  K.  These  observations  were  within 
z5Z  of  the  values  obtained  in  the  glass  cell. 

C)  Wavelength  Dependence  of  the  Kerr  Coefficients 

The  Kerr  coefficient  as  a function  of  wavelength  at  a constant 
temperature  is  given  in  Table  2.  From  the  definition  of  the  Kerr 
coefficient,  Eq.  1,  it  can  be  seen  that  in  the  absence  of  dispersion, 
i.e.,  if  the  index  of  refraction  is  independent  of  wavelength,  the 
product  XB  should  be  a constant.  From  the  data  in  Table  1 the  average 
value  of  BX  is  2.171  x 10  (m/V)“.  No  individual  value  differs  by 

more  than  8"  from  this  average  value.  For  purposes  of  comparison, 
the  measurement  of  the  wavelength  dependence  of  the  Kerr  coefficient 
of  nitrobenzene  by  a number  of  workers  is  presented  in  Fig.  S.  Note 
that  there  is  satisfactory  agreement  among  all  authors  over  the  common 
range  of  measurement. 

The  present  determinations  of  the  Kerr  coefficient  of  water  as,<j 
function  of  wavelength  and  previous  work  by  Orttung  and  Meyers*  are 
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Fig. 


Wavelength  dependence  of,ghe  Kerr  coefficient  of  nit. 
as  determined  by  Jeppsen  , Ingersoll  and  Winch*-  , I 
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McComD'  , 


and  the  present  authors. 


compared  in  Table  5.  In  the  present  work  no  measurement  differed  from 
the  average  by  more  than  1.2%.  In  the  work  of  Orttung  and  Meyers  the 
standard  deviation  of  all  measurements  at  each  given  wavelength  was 
less  than  r4%  of  the  average  value. 

Table  5.  Wavelength  Dependence  of  the  Kerr  Coefficient  of  Water 


2 


B (m/V) 

Wavelength  (nra) 

Temperature  (K) 

Present 

3.45  x 10‘14 

632.8 

295.6 

Results 

4.17  x 10~14 

514.5 

Orttung 

4.14  x 10"14 

436 

and 

3.22  x 10-14 

546 

298.2 

m 13 

Meyers 

3.03  x 10-14 

578 

-20  2 

For  the  present  work  the  average  value  of  BA  is  2.16  x 10  (m/V) 

and  the  two  determinations  were  within  ±1%  of  that.  From  the  work  of 
18  _ 9 0 o 

Orttung  and  Meyers  a value  of  BA  equal  to  1.77  x 10  (m/V)“  is 

obtained.  Their  three  readings  agree  to  within  ±2%.  The  difference 
between  the  two  determinations  of  BA  is  indicative  of  the  fact  that  the 
present  data  yield  a value  for  B which  is  about  20%  larger  than  that 
obtained  by  Orttung  and  Meyers. 


A disagreement  of  that  magnitude  is,  however,  consistent  with  the 
cumulative  uncertainty  of  the  two  experiments . The  estimated  uncertainty 
of  the  present  results  is  approximately  =8%  as  was  discussed  previously. 
Orttung  and  Meyers  make  no  estimate  of  the  uncertainty  of  their  measure- 
ments, but  they  do  state  that  the  precision  of  their  measurements  is  of 
order  3-5%.  It  is  assumed  that  this  is  due  to  ~v/9  in  Eq.  5,  because 
this  would  be  typical  of  the  uncertainty  in  when  measurements  are  made 
below  the  first  transmittance  maximum.  It  is  difficult  to  estimate  their 
uncertainty  with  only  their  publication  as  guidance  but  their  dimensional 
measurement  uncertainty  was  somewhat  less  than  that  in  the  previous 
work,  so  in  their  case 


From  their  description  of  their  voltage  measurement  system,  the  measure- 
ment uncertainty  is  probably  of  order  0.03-0.05.  If  these  estimates  of 
their  uncertainty  are  valid,  the  two  experiments  agree  in  the  sense  that 
their  error  bars  "overlap". 

A seemingly  more  serious  problem  is  the  substantial  disagreement  between 
the  £gmperature  dependence  data  presented  here  and  that  determined  by 
Chen  . As  an  analogy  to  this  situation,  the  wavelength  dependence  of 
the  Kerr  coefficient  of  nitrobenzene  was  plotted  in  Fig.  8.  The  results 
of  six  different  investigators  are  presented  and  they  all  agree  to 
within  a few  percent.  The  unnormalized  values  of  the  Kerr  coefficient 
however  differ  by  as  much  as  40%. 

In  this  case  neither  the  magnitude  nor  the  shape  of  the  temperature 
dependence  agree.  A significant  source  of  error  in  the  measurement 
of  the  temperature  variation  of  the  Kerr  coefficient  is  a thermal  change 
in  cell  characteristics  . This  is  the  reason  the  results  presented  here 
were  verified  using  a completely  different  cell  and  a completely 
different  method  of  temperature  control. 

A final  point  to  be  considered  is  the  role  of  turbulence  as  a source  of 
error.  When  turbulence  was  present  on  a sufficiently  large  scale  to 
deflect  the  beam,  there  was  significant  error;  typically  a reduction 
of  the  apparent  value  for  B by  10-30%.  Neither  of  the  previous  works 
mentions  the  existence  of  turbulent  motion  in  their  fluid.  In  order  to 
use  the  Kerr  effect  in  water  for  accurate  voltage  measurement,  the 
prediction  and  control  of  turbulent  behavior  in  the  liquid  must  be 
accomplished. 

V.  Summary  and  Conclusions 

The  Kerr  coefficients  of  both  water  and  nitrobenzene  were  measured 
and  the  variation  of  these  quantities  with  temperature  and  wavelength 
was  investigated.  At  a temperatureof  296  K and  at  a wavelength  of 
632.8  nm  the  following  values  for  the  Kerr  coefficients  were  obtained 

B(C,HcN0„)  = 3.24  x 10_i~  m/V2,  and 

O D 


B(H?0)  = 3.43  x 10-1"*  m/V2  . 

The  estimated  uncertainty  in  the  measurement  in  nitrobenzene  is  ±6% 
while  in  water  the  estimated  uncertainty  is  :8%. 

The  agreement  between  this  determination  of  the  Kerr  coefficient  of 
nitrobenzene  and  previous  measurements  is  judged  to  be  satisfactory. 
The  determination  of  the  temperature  and  wavelength  variations  agreed, 
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within  experimental  uncertainty  with  all  other  measurements.  The 
magnitude  of  the  Kerr  coefficient  as  measured  for  this  report  lies 
within  the  range  of  previously  published  data.  The  spread  of  published 
values,  approximately  ±30%  of  an  average  value,  discourages  more 
precise  comparison. 

The  smaller  Kerr  constant  of  water  causes  a smaller  phase  shift  per 
unit  field  strength.  The  percentage  uncertainty  is  then  larger  for 
water  because  the  percentage  uncertainty  in  the  phase  shift  is  larger. 

Not  only  were  the  results  with  water  less  precise  than  those  with 
nitrobenzene,  but  there  was  also  an  additional  source  of  experimental 
difficulty.  In  water  there  was  substantial  fluid  motion  during  10  .is 
duration  pulses.  In  contrast,  nitrobenzene  does  not  demonstrate  any 
fluid  motion  until  the  voltage  has  been  applied  for  a few  milliseconds. 

Two  qualitative  explanations  for  this  behavior  were  postulated.  First, 
if  the  production  of  charge  carriers  in  water  is  due  to  unipolar 
injection,  as  is  probably  the  case  in  nitrobenzene,  one  can  infer  that 
the  effective  mobility  of  the  carriers  in  water  is  about  three  orders 
of  magnitude  larger  than  it  is  in  nitrobenzene.  As  no  detailed  knowledge 
of  the  nature  of  the  carriers  exists  in  either  case,  this  must  be 
accepted  as  a possible  explanation.  A second  explanation  might  be  that 
bulk  dissociation  rather  than  unipolar  injection  is  the  primary  source 
of  carriers.  If  one  accepts  the  model  that  turbulence  is  caused  by  the 
motion  of  charges  through  the  fluid,  it  then  follows  that  turbulence  will 
form  more  rapidly  in  a fluid  if  the  carriers  are  formed  by  bulk 
dissociation.  This  is  because  experimental  studies  have  shown  that 
turbulence  propagates  from  one  electrode  to  the  other  in  the  case  of 
unipolar  injection.  Theoretical  work  has  shown  that  the  propagation  rate 
is  approximately  equal  to  the  transit  time  of  the  injected  charge 
carriers.  If  the  carriers  are,  on  the  other  hand,  uniformly  distributed 
through  the  interelectrode  region  it  seems  likely  that  the  turbulence 
would  be  formed  at  approximately  the  same  tine  throughout  the  gap.  To 
the  authors'  knowledge,  there  have  been  no  experimental  investigations 
of  this  phenomenon,  and  a more  detailed  study  was  beyond  the  scope  of 
this  work.  Turbulence  in  water  does  remain  an  area  that  merits  further 
study,  because  in  Kerr  effect  measurements  it  is  a source  of  error  of 
unknown  magnitude  at  best  and  at  worst  makes  Kerr  results  unir.terpretable. 

A final  observation  is  that  although  the  results  in  nitrobenzene 
demonstrate  the  expected  agreement  with  previously  published  data,  this 
is  not  true  in  water.  The  difference  in  magnitude  of  the  Kerr  coefficient 
between  this  and  previously  published  work  can  probably  be  attributed  to 
the  cumulative  error  in  the  two  experiments.  The  difference  in  the 
temperature  dependence  is  more  striking  and  no  convincing  explanation 
for  the  difference  is  apparent. 

The  primary  conclusion  is  that  although  nitrobenzene  can  be  used  for 
accurate  measurement  of  a wide,  and  fairly  well  defined,  variety  of  high 
voltage  pulses,  the  situation  in  water  is  more  poorly  understood.  This 
report  indicates  water  can  be  used  for  the  measurement  of  pulsed  high 
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voltage,  but  It  also  identifies  two  unresolved  areas  of  difficulty.  The 
first  is  the  existence  of  turbulence  under  pulses  of  duration  of  a few 
microseconds.  The  performance  of  accurate  measurements  in  water 
requires  a more  precise  definition  of  the  dependence  of  turbulence  on 
both  electric  field  strength  and  time.  The  second  is  the  possibility 
of  a voltage  dependence  of  the  Kerr  coefficient  of  water  due  to 
saturation  of  the  alignment  of  the  molecules  with  the  applied  field.  The 
field  strength  at  which  this  effect  becomes  significant  must  be 
determined  so  that  the  range  of  applicability  of  the  observations 
presented  in  this  report  can  be  established. 
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